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SHEET NOTES:

@ PIPING INSIDE THE BASE CABINET UTILITY CHASE.

@ POINT OF CONNECTION SHALL BE NOT LESS THAN
(SIX INCHES) ABOVE THE BENCH COUNTER TOP.
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